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1.  Deposit the fecal sample on collection paper or in a clean container.  

NOTE: Do not allow collection paper or feces to come into contact with toilet water 
or urine. The sample should not be tested if it becomes wet or contaminated. If this 
happens, place a clean tissue on the collection paper, then collect new feces 
sample for testing. 

2.  Unscrew the sampler from the collection tube with the fecal sample still on collection 
paper, randomly insert the grooved end of the sampler into the fecal sample in at 
least 6 di�erent sites.  Ensure the grooved end of the sampler is completely covered 
with fecal sample.

3.  Insert the sampler into the collection tube and �rmly tighten it. Do not reopen.

4.  Shake the tube vigorously to mix the sample and the collection tube.

NOTE: The extracted fecal sample may be stored at room temperature for up to 10 
days.

1. Shake the collection tube vigorously for 20-30 seconds to ensure the sample is well 
mixed with the bu�er.  Some small amount of sample may not dissolve; this is 
normal.

2. Remove test device from its foil pouch by tearing at the notch. 

3. Tap the collection tube on a hard surface to dislodge any trapped air in top of cap. 
4.  Unscrew tip cap on the collection tube. Holding the tube vertically above the sample 

well of the Status iFOBT device, squeeze the tube gently to dispense three (3) drops 
into the sample well.

5. Read the result in 5-10 minutes. Important: DO NOT READ RESULTS AFTER 10 
MINUTES.
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